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In this study a thermally sampling atmospheric pressure ionization mass spectrometer is described
and characterized. The ion transfer stage offers the capability to sample cluster ions at thermal equi-
librium and during this transfer fundamental processes possibly affecting the cluster distribution are
also readily identified. Additionally, the transfer stage combines optional collision-induced dissoci-
ation (CID) analysis of the cluster composition with thermal equilibrium sampling of clusters. The
performance of the setup is demonstrated with regard to the proton-bound water cluster system. The
benefit of the studied processes is that they can help to improve future transfer stages and to un-
derstand cluster ion reactions in ion mobility tubes and high-pressure ion sources. In addition, the
instrument allows for the identification of fragmentation and protonation reactions caused by CID.
© 2014 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4854855]
I. INTRODUCTION
Currently, atmospheric pressure ionization (API) is the
method of choice for the ion generation in mass spectrom-
etry for routine analysis. Several API methods, including at-
mospheric pressure photo ionization (APPI)1 and atmospheric
pressure laser ionization (APLI)2 provide high analytical sen-
sitivity and selectivity. The sensitivity and selectivity may be
further improved with the proper choice of dopants since it
can change the reaction cascade, which yields analyte ions or
ion clusters.3 Here we present a mass spectrometer (MS) that
measures ion clusters and their thermal distribution as well
as other reaction products that are generated within the atmo-
spheric pressure (AP) ion source. This powerful tool allows
insights into the molecular processes of cluster formation and
their fate during transmission into the mass analyzer.
Under AP conditions ion-molecule-reactions, e.g.,
charge transfer, addition, and substitution, cannot be avoided,
thus they represent important processes that need to be un-
derstood for AP ion sources optimization. One of the most
important but often neglected processes is the formation of
ion bound clusters by polar species, in particular, omnipresent
water molecules with both negative and positive ions.4 Siegel
and Fite reported the detection of water ion clusters in a MS
operated with very pure nitrogen, i.e., containing only a few
ppmV of water.5 Under no circumstances should this cluster-
ing be neglected since important thermodynamic parameters








ions to the corresponding ion bound clusters. For instance,
the proton affinities of water clusters, often used as reactants
in API, have been shown to increase with the number of coor-
dinated water molecules.4, 6 Therefore, the role of ion cluster
formation in AP ion sources must be reasonably understood
in order to correctly interpret the measured mass spectra and
optimize the ion source performance. This is especially true
with respect to quantitative analyses.
The minimal transit time of ions from an AP ion source
to the collision-free region is of the order of 10 ms, results
in at least 107 collisions of individual ions with background
molecules,7 and therefore allots enough time for the clusters
to achieve thermal equilibrium distribution. In order to avoid
congested mass spectra induced by cluster formation most
API MS purposefully employ electric fields in the pressure
reduction stage that pushes the ion cluster equilibria toward
the bare ions by collision-induced dissociation (CID).8 The
influence of the CID on the ions should also be accounted
for since it increases the ion temperature9 and therefore may
induce further reactions in combination with the destruction
of clusters. Moreover, a further increase in the ion tempera-
ture results in the fragmentation of ions.10 However, this af-
fects the transmission efficiency of the analyzer and may lead
to cross-sensitivities on the calibration factor in quantitative
analysis.
In this article, we present a customized time of flight
(TOF)-MS that measures the ion bound clusters, both in pos-
itive and negative ion mode. The performance of this setup
is demonstrated using the proton-bound water cluster system.
A study of the role of cluster formation in negative ion MS
employing the ion optics and MS analyzer presented here was
recently published by Derpmann et al.11 Further cluster chem-
istry observed in the positive mode measurements is discussed
in depth by Klee et al.12
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FIG. 1. A schematic drawing of the mass spectrometer.
The motivation of this work is the construction and opti-
mization of a mass spectrometer ion sampling stage that does
not significantly alter the thermal ion distribution in the API
source upon transfer to the mass analyzer in order to reliably
study the cluster chemistry from the ion source to the mass
analyzer.
II. EXPERIMENTAL METHODS
The setup consists of an atmospheric pressure laser ion-
ization source, a custom transfer stage, and a TOF-MS from
TOFWERK AG in Thun, Switzerland. A schematic drawing
of the mass spectrometer is shown in Fig. 1.
A. Ion source
The ions are produced via atmospheric pressure laser
ionization in an ion source that has been described
previously.13, 14 The photon source is a diode pumped solid
state (DPSS) laser operating at a wavelength of 266 nm (Cry-
Las GmbH, FQSS 266-50), with a pulse duration of 1 ns, a
pulse energy of 50 μJ, and a repetition rate of 100 Hz. The
unfocused laser beam has a diameter of 1 mm. It is guided
axially through a silica window into the ion source and then
into the glass capillary (Ø = 0.5 mm, l = 18 cm), which is
the main ionization region. Alternatively, ionization can be
achieved by directing the laser beam perpendicularly into a
silica capillary. In this case the signal is one to two orders of
magnitude lower, but the cluster distribution remains identi-
cal. This indicates that the laser does not dissociate the gener-
ated clusters in the axial configuration.
In dopant assisted (DA) APLI toluene is often used as
a dopant and reacts with the ion source matrix, generating
analyte ions. The primary ions are generated in a two photon
(1+1) resonance enhanced multi photon ionization (REMPI)
process forming toluene radical cations.2
For all the measurements described, toluene (Sigma-
Aldrich, HPLC-grade) is added at the saturation pressure to
a flow of nitrogen (Linde, 99.999%). The resulting flow of
gas carries toluene with a mixing ratio of 200 ppmV. Purified
water (Millipore purification system, Molsheim, France) and
methanol (Sigma-Aldrich, HPLC-grade) is added in each ex-
periment at the saturation pressure to the gas flow at mixing
ratios described in Sec. IV–VI.
B. Pumping stages
The glass capillary acts as the first pressure restriction
stage. The exit of the capillary in the low pressure region is
wrapped with 0.25 mm diameter tantalum wire, which allows
heating of the gas flow. Both ends of the capillary are met-
alized to provide a defined potential at the inlet and outlet.
The inlet is connected to ground potential, while the outlet is
either grounded or held at a defined potential.
The first pumping stage is evacuated by a 16 m3/h ro-
tary vane pump (Oerlikon Leybold Vacuum, Cologne Ger-
many, Tivac D16B) or by a 505 m3/h high-capacity roots
blower (Oerlikon Leybold Vacuum, Cologne Germany, Ru-
vac Wsu 501) in combination with a 70 m3/h rotary vane
pump (Pfeiffer Vacuum GmbH, Germany, Duo 65 C). A
downstream pressure control system consisting of a butter-
fly valve (MKS Instruments Deutschland GmbH, München,
Germany, MKS 253) with a built in valve controller and a
capacitance manometer (MKS 626) ensures constant pres-
sures in the range from 1 to 25 hPa in this pumping stage
(cf. Fig. 1). This step is independent of the upstream gas
flow.
The capillary is operated critically, with an exit plane
pressure of the order of 250 hPa.7 The gas leaving the cap-
illary thus forms an adiabatic expansion leading inevitably
to the formation of a Mach disk. The location of the Mach
disk is a function of the background pressure. In the present
experiment, this location can be easily adjusted from a po-
sition upstream of the skimmer orifice to a position vir-
tually downstream the orifice. Thus, the former “mode”
represents thermal equilibrium sampling of the molecules
present after the shock region. The latter “mode” leads to
rapid further adiabatic cooling to very low rovibrational
temperatures and resembles supersonic jet sampling (cf.
Ref. 15).
The next two pumping stages are equipped with alu-
minum skimmers, each with an inner diameter of 0.8 mm
each and a solid angle of 90◦ at the outer face. Skimmer 1 (cf.
Fig. 1) is mounted on an insulating disk and can be electri-
cally biased while skimmer 2 is tied to the ground potential.
The differential pumping stage is equipped with a 1250 L/s
turbo pump (4500 m3/h, Pfeiffer Vacuum, Asslar, Germany,
TPU 1201 PC), achieving a pressure reduction of 10−3 hPa
in the second pumping stage. The ion transfer stage down-
stream of the second skimmer is equipped with a 250 L/s
turbo pump (900 m3/h, Pfeiffer Vacuum, Asslar, Germany,
TMH 261 YP), establishing a sustained background pressure
<10−5 hPa. This stage features an ion transfer lens system
which is described in detail in Sec. II D. Behind the trans-
fer stage the ions enter the TOF analyzer through an orifice
with a diameter of approximately 3 mm. The TOF is evacu-
ated with a 250 L/s turbo pump (900 m3/h, Pfeiffer Vacuum,
Asslar, Germany, TMH 261 YP) that operates at pressures
<10−6 hPa.
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For measurements where the CID was kept at a mini-
mum, the capillary outlet and both skimmers were connected
to ground potential.
C. Experimental conditions in the first pumping stage
The number of ions generated in the ion source is de-
creased when passing through the pressure reduction stages.
This reduction is proportional to the pressure drop at the noz-
zles if no countermeasures are taken. However, ion concen-
tration is gained if the ions are focused into the nozzle by an
electrostatic field.
Within the capillary flow the pressure drops, therefore
exit port pressure is the base pressure of the following ex-
pansion. The equations required for exit pressure calculations
can be found in the literature.16,17 Calculations show that an
18 cm long capillary with an inner diameter of 0.5 mm pro-
duces a pressure of 212 hPa at the exit port, with the upstream
port held at 1013 hPa. In our experiments the pressure at the
inlet was slightly higher, about 1100 hPa. Because the critical
pressure depends on the pressure at the inlet, the pressure at
the capillary exit increases slightly to 255 hPa.
D. Transfer lens
To guide the ions from skimmer 2 to the direct current
(DC) voltage ion optical stage at the entrance of the TOF
a single lens was designed employing the simulation soft-
ware Simion.18 A schematic of the lens is shown in Fig. 2.
Additionally, the simulated ion trajectories are included in
Fig. 2 with labeled parameters of the simulation. Colli-
sions do not play a significant role in this pumping stage
(cf. Sec. VI) and thus are neglected in the simulation. The
optimal voltages in the simulation fit well with the optimal
voltage in the experiments ( 2 V). The single lens consists
of three tube electrodes, which have an inner diameter of 12
mm and are mounted to one fixture. Each tube electrode is
connected to a voltage source by a pin attached to the outer
ring of the electrode. For ease of installation, a movable tube
lens extension is mounted on the first electrode to enhance
collection efficiency.
Additionally, the lens system is surrounded by four elec-
trodes. They allow the ion beam to be adjusted in x- and
FIG. 2. A cut through of the Simion model with ion trajectories in the trans-
fer lens system. The trajectories correspond to the following values: Skimmer
2 and x/y-axis adjustment 0 V; tube lens −70, −20, −70 V; positive ions (m/z
100) starting with a solid angle of 45◦ and 0.1 eV.
y-directions. The Simion simulations showed that, with this
method, a skewed installation of less than one degree of the
lens system can be corrected without any intensity loss. If
the tube lens is properly adjusted these four electrodes can
be grounded.
E. Time of flight mass spectrometer
A “HTOF” time of flight mass spectrometer from TOFW-
ERK AG in Switzerland was employed for this study. In
the current configuration it detects masses in the m/z-range
>14 up to 750 with low mass discrimination since no filters
(e.g., quadrupoles) are used. Using an EI (electron ioniza-
tion) source even m/z 14 was detected with high intensity. All
measurements presented here were obtained employing the V
mode, as drafted in Fig. 1 with a mass resolution of 2500.19
III. PARAMETERS OF THE CLUSTER DISTRIBUTION
A. Theory of expansion
Figure 3 shows a schematic of the first expansion after
the capillary. The gas at the end of the capillary travels at the
local speed of sound (Mach number, M = 1) at a pressure
of about 255 hPa. Thus, an under-expanded free jet forms at
the exit of the capillary. Here, the internal energy and ran-
dom translational energy of the molecules are converted into
directed translational motion accompanied by cooling of the




(γRT ) /m. (1)
R denotes the universal gas constant, T the temperature
of the expanded gas, m the molar mass, and γ (γ = Cp/Cv)
the heat capacity ratio.15
Since ions are efficient at driving cluster chemistry rather
large clusters can be produced in the expansion. The rate of
FIG. 3. A schematic drawing of the capillary outlet and the differential
pumping stage. The expansion with the position of the Mach disk is sketched.
Additionally, the pressures in the pumping stages are shown.
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formation is limited by the collision number. The number of
bimolecular collisions in the expansion is proportional to P0
× d/T0, with T0 as the temperature and P0 as the pressure of
the gas before the expansion, and d as the inner diameter of
the nozzle. For the clustering processes intermolecular colli-
sions are required and in the expansion these collisions are
proportional to P 20 × d/T 20 . However, the molecules move
essentially collision free after a few nozzle diameters, after
which they remain in their energy state (i.e., “freeze in”).15
The terminal Mach number Mt is calculated with Eq. (2). Kn is
the Knudsen number, defined as the mean free path of the gas
before the expansion divided by the nozzle diameter.20 Nei-
ther the comparison between the theoretical and the measured
water cluster distribution nor the change of the nozzle design
makes a significant influence on the cluster distribution. For
details of the nozzle design and effects on the transmission
efficiency see Sec. VI:
Mt = 1.17K ((1−γ )/γ )n , (2)
Tt = T01 + ((γ − 1)M2t )/2)
. (3)
The temperature Tt reached in an expansion at a certain
Mach number is calculated with Eq. (3). It depends on the
temperature T0 of the gas before expansion, the Mach num-
ber M, and the heat capacity ratio γ . With the terminal Mach
number, Eq. (3) can be used to calculate the minimal temper-
ature reached in the expansion before entering the collision
free region.
The so-called Mach disk is the shock area where the
molecules collide with the background gas in the vacuum sys-
tem (Pb in Fig. 3) and decelerate to a speed smaller than the








S depends on the pressure before the expansion P0 and
the pressure after the expansion P1. The Mach disk has a
thickness of the order of the mean free path in the vacuum
system. Within the Mach disk region fractions of the directed
kinetic energy are converted back into the thermal motion of
the gas, resulting in an increase in the static temperature of
the gas. Further, typical parameters for the expansions in the
present vacuum system are given in Table I.
B. Comparison with a thermodynamic model
Fig. 4 shows the transition from the thermal sampling
mode (5 hPa) to an expansion cooled cluster distribution (15
hPa). For these measurements the background pressure at the
exit port of the capillary was changed (5, 10, and 15 hPa, re-
spectively) but the mixing ratios were held constant. A dis-
tance of 6 mm between the capillary and the skimmer was
chosen. The total flow was held constant, with a butterfly
valve that adjusts the throughput of the rotary vane pump
evacuating the first pumping stage. To evaluate the measured
cluster distribution, a thermodynamic model was set up that
TABLE I. The calculated parameters of the first two expansions in the mass
spectrometer.
Outlet capillary Outlet skimmer 1
Experimental parameters
P0 (hPa) 255 5
P1 (hPa) 5 1 × 10−3
λ0 (mm) 3.1 × 10−4 1.4 × 10−2




S (mm) 2.4 39
Kn 6.2 × 10−3 1.8 × 10−2
Mt 8.3 3.0
Tt (K) 20 105
represents the conditions present after the Mach disk. The pa-
rameters used for the thermodynamic model were calculated
from the equilibrium constants determined by Lau et al.6 and
Kebarle et al.4 A comparison between the thermodynamic
model and the measured water cluster distribution shows that
the cluster distribution is in agreement at 5 hPa for a water
mixing ratio of 0.3 vol.%. At 10 hPa changes in the cluster dis-
tribution are observed, which are caused by additional nucle-
ation in the cold expansion. The spectrum at 15 hPa is plotted
in Fig. 4 and exhibits a broad non-thermal cluster distribution
caused by the nucleation process in the second expansion:
H3O(H2O)+n + H2O + M ←→ H3O(H2O)+n+1 + M, (5)
G = H − T × S, (6)
Kp = eG/R×T , (7)





log Ki + (n − 1) log[H2O] + log[H3O+]. (9)
The equilibrium constants used for the thermodynamic
model are shown in Table II. They are calculated using
Eqs. (6)–(8), at a temperature of 295 K. Equation (9) is de-
rived from the equilibrium equations and represents the clus-
ter concentrations in thermal equilibrium when starting with
a known H3O+ concentration.
In the negative ion mode [O2(H2O)n]− clusters are a
product of the ionization by electrons expelled by toluene.
The distribution of these clusters has also been compared with
rate constants21 found in the literature, which confirms the
thermal equilibrium distribution of the clusters.11
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FIG. 4. Normalized intensity of the measured water cluster signals at differ-
ent pressures in the first pumping stage. The solid bars give the water cluster
distribution calculated in the thermodynamic model. The water mixing ratio
is 0.3 vol.%. Each spectrum has been scaled such that the most intensive peak
is equal to 100%.
TABLE II. The equilibrium constants used for the thermodynamic model
of the water clusters are estimated using H and S, which are measured by
Lau et al.6 and Kebarle et al.4 The parameter n is referred to Eq. (5).
H S Kc (295 K)
n, n+1 (kcal/mol) (cal/(K mol)) (1/cm3)
0, 1 31.6 24.3 5.08 × 10−2
1, 2 19.5 21.7 2.04 × 10−10
2, 3 17.9 28.4 4.56 × 10−13
3, 4 12.7 23.4 7.93 × 10−16
4, 5 11.6 25 5.43 × 10−17
5, 6 10.7 26.1 6.72 × 10−18
6, 7 11.7 29.6 6.36 × 10−18
7, 8 10.3 27 2.16 × 10−18
IV. DISCUSSION
A. Ionization
The proton transfer from the toluene radical cation to wa-
ter molecules is described in the literature.22 In this study,
additional measurements were made with deuterated toluene
proving that the proton is transferred to ion clusters.
(10)
B. Gas temperature and cluster size distribution
In order to study the dependence of the cluster size dis-
tribution on the gas temperature mass spectra were taken with
the capillary held at room temperature and at elevated tem-
perature. These experiments were performed with a 0.3 vol.%
water vapor mixing ratio at a pressure of 10 hPa. A thermo-
couple was placed on the outer wall of the capillary about 5
cm upstream of the exit, resulting in an overestimation of the
effective gas temperature due to the colder tip of the capil-
lary and the cooling effect of the expansion. Figure 5 shows
the cluster size distributions measured for temperature read-
ings of 295 K and 490 K. These are compared to the sim-
ulated cluster size distributions employed in the thermody-
namic model (cf. 5). This comparison shows that the cap-
illary at room temperature for the experimental distribution
is best matched by a cluster size distribution modeled for a
250 K gas temperature, while for the heated case the distribu-
tion is best matched with a temperature of 372 K. This is in
good agreement with the assumptions made. Further studies
could make temperature measurements within the gas stream
after the capillary. However, this measurement might result in
a bigger error due to the low pressure after the capillary.
A comparison between the two measurements shows that
the total ion count decreased by 40% when heating the cap-
illary and keeping the total mass flow into the capillary con-
stant. However, this causes the pressure in the ion source to
increase from 828 Torr (250 K) to 975 Torr (372 K). This ef-
fect is most likely caused by the dependence of fluid viscosity
on the temperature.
C. Expansion
With sufficient intermolecular collisions the ions react
with neutral molecules to form ion-bound clusters. By lat-
erally moving the capillary the distance between the cap-
illary and the skimmer was varied (see Fig. 3). Thus the
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FIG. 5. Measured and estimated cluster distributions at temperatures indi-
cated in each plot. The water mixing ratio is 0.3 vol.%.
probing position relative to the expansion and the Mach disk
was changed. Downstream of the Mach disk the cluster distri-
bution rapidly adjusts to the present thermal conditions. The
clusters are smaller than those present in the ion source be-
cause of the pressure reduction from the ion source to the
Mach disk.
To characterize the expansions after the capillary and
skimmer 1, the parameters discussed in Sec. III A have been
calculated (Table I). Experimentally observed cluster distribu-
tions generated by the expansion process that occurs after the
capillary agree well with the predicted values. The position of
the Mach disk calculated using Eq. (4) and the parameters in
Table I (Outlet Capillary), is 2.4 mm downstream of the cap-
illary exit, i.e., centered between the capillary and skimmer
1. Measurements have shown that there is a rapid decrease of
the cluster size starting at a distance of 2.4 mm between the
capillary and the skimmer, see Fig. 6. The measured position
is in good agreement with the calculated position (2.4 mm)
of the Mach disk. Additionally, Fig. 6 shows the mean cluster
distribution at 6 hPa. The Mach disk position estimated is 2.2
mm at 6 hPa, which fits with the data. Fig. 6 also shows that
the cluster distribution needs approximately 2 mm to adjust
to the local conditions. The capillary was thus adjusted to a
distance of 6 mm upstream of skimmer 1 for the thermal sam-
pling mode, which kept skimmer 1 downstream of the Mach
disk during this pumping stage when pressures are 5 hPa and
higher.
Further, a change in the absolute signal intensity with
an increase in the distance is clearly seen in Fig. 6. For this
measurement radical toluene ions are generated by a krypton-
vacuum ultraviolet lamp (Waters Corporation, Milford, USA,
APPI lamp) because of the enhanced ion production stability
FIG. 6. The measured relative signal intensities and the signal weighted wa-
ter cluster size average at different pressures in the first pumping stage for a
particular distance between the capillary and skimmer 1. The water mixing
ratio is 0.16 vol.%. “+” marks the estimated position of the Mach disk.
that is available while moving the capillary. At shorter dis-
tances each signal is lower because many cluster species arise
during the cold expansion. Also the total ion count is two
orders of magnitude lower compared to the sampling in the
thermal sampling mode. At the position of the Mach disk, a
sharp increase in the signal intensity is observed probably as-
sociated with a change in the fluid dynamics. After the Mach
disk the signal increases further until the optimal position is
reached. The water cluster distribution has reached its thermal
equilibrium 6 mm downstream the capillary at pressures of 5
and 10 hPa as obvious from Fig. 4. Fig. 7 illustrates the fast
change in the water cluster distribution after the Mach disk.
D. Thermal sampling
Many cluster processes have been studied using effu-
sive nozzles.15 The disadvantage of this measurement tech-
nique is the small orifice required since it limits the ion flow
into the mass analyzer. An alternative approach for measur-
ing the cluster distribution is what we call the “thermal sam-
pling mode.” Searcy and Fenn23 reported that they found rel-
atively small clusters using a non-effusive sampling nozzle,
although clusters should grow in the cold expansion region.
Later, Zook and Grimsrud24 found that they can measure the
thermal equilibrium cluster distribution without an effusive
FIG. 7. The measured relative signal intensities at 6 hPa, during the first
pumping stage, as a function of the distance between the capillary and skim-
mer 1. The water mixing ratio is 0.16 vol.%. The dashed line marks the esti-
mated position of the Mach disk.
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nozzle. But they were limited to specific parameters, e.g., an
elevated temperature and He buffer gas.
In this study clusters produced in the ion source are
sampled via a capillary. In the expansion after the capil-
lary the water clusters nucleate with neutrals and lose these
neutrals again in the Mach disk and in following colli-
sions. If no nucleation process is initiated in the second
expansion, then it is possible to sample the thermally re-
equilibrated cluster distribution produced after the first Mach
disk. For this re-equilibrated cluster distribution we assume
the same gas temperature as in the capillary, as supported
by our measurements (cf. Sec. III B and the poster of
Klopotowski et al.25).
Initially water clusters are produced by association re-
actions in the ion source. These reactions are fast and are
completed in at least 100 μs.26 Additionally, further cluster
growth and production can occur via nucleation in the expan-
sion (cf. Hagena27 and Castleman and Keesee28). Hagena27
calls these bigger clusters metastables, indicating that the nu-
cleation process is rapidly inverted. Nucleation occurs in the
expanding gas at the capillary outlet because a low temper-
ature is reached in this expansion. The measured size distri-
bution decrease is attributed to the presence of the Mach disk
in the first expansion. The distance between the capillary and
the skimmer needs to be increased for cluster reactions slower
than the water cluster formation causing a re-equilibration of
the clusters. The current assembly is limited to a maximum
distance of 6 cm between the capillary and skimmer 1. The
capillary jet generates a directed gas stream in the direction
of the skimmer,25 so even at larger distances no significant
signal loss is expected.
In the thermal sampling mode nucleation processes in
the second expansion are avoided. Nucleation becomes pos-
sible whenever the partial pressure of a compound exceeds
the vapor pressure of the condensed phase for the given
temperature.28
Measurements have been made with a water vapor mix-
ing ratio of 1300 ppmV (at 5 hPa in the first pumping stage), a
number derived from the mixing ratio of the ion source. These
measurements show that this value is right below the thresh-
old of nucleation, however, doubling the pressure results in
nucleation (cf. Fig. 9). Both measurements have been made at
low terminal temperatures in the second expansion estimated
by an empirical equation (cf. Sec. III A). The critical water
concentration for the nucleation is estimated using the empiri-
cal vapor pressure equation for the water vapor pressure above
ice, as measured by Marti and Mauersberger.29 Comparing the
critical water concentration with a given water concentration
shows that nucleation should occur in both measurements in
the second expansion. We conclude that under certain condi-
tions (cf. Fig. 9) the time for the second expansion is too short
for nucleation since the collision frequency in the second ex-
pansion rapidly drops to zero. The mean free path after the
second expansion (10−3 hPa) is higher than the distance be-
tween the nozzles. Higher pressure in front of skimmer 1 (10
hPa) in the second measurement reduces the nucleation time
and results in bigger water clusters. This behavior has been
modeled,30 however, a detailed study should be subject of a
forthcoming publication.
FIG. 8. Relative intensities of the measured water cluster signals at 15 hPa
after the capillary compared with water cluster distribution for this pressure
calculated by the thermodynamic model. The water mixing ratio is 300 ppmV.
At higher pressures the nucleation time in the second ex-
pansion should be increased and should employ smaller water
mixing ratios in order not to change the thermal cluster dis-
tributions. Figure 8 shows such a measurement at 15 hPa in
the first pumping stage and a water vapor mixing ratio of 300
ppmV, which results in a thermally equilibrated cluster distri-
bution. An overview of the nucleation-free measurements is
given in Figure 9. Details of nucleation processes that occur
during the expansion are given by Gordon et al.31 Here just a
rough estimate is made to demonstrate that the theory fits with
the measurements. The temperature and pressure drop during
the expansion resulting in a slower water cluster production.
The forward reaction rate for the water cluster production is
10−29 molecules−2 cm6 s−1 at 300 K.32 Because water is in
excess compared to the cluster ions it is possible to estimate
the pseudo first order relaxation time for the water clusters.
Using a water mixing ratio of 1300 ppm the relaxation time
is 4 × 10−4 s for 15 hPa and 3 × 10−3 s for 5 hPa. The time
the gas spends between the two skimmers is approximately 1
× 10−4 s. This clearly demonstrates a change from a thermal
cluster distribution to nucleation when increasing the pressure
from 5 hPa to 15 hPa.
The nucleation for water vapor in the expansions is char-
acterized, showing the borders of the thermal sampling mode
for water. Different vapors present in the expansion will call
for further analysis due to their different nucleation rates.33
FIG. 9. Background pressure in the first pumping stage plotted against the
water mixing ratio in the ion source. The quadrat indicates measurements
with nucleation during the second expansion, which changes the measured
cluster distribution.
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V. COLLISION-INDUCED DISSOCIATION
A. Theory
In most API mass spectrometers, additional energy is
transferred to the ions by electrostatic fields. These electro-
static fields accelerate the ions to kinetic energies exceeding
their dissociation threshold and inducing dissociation upon
the next collision. Further, the elevated collision energy from
the electrostatic fields may drive additional reactions, e.g., the
production of protonated species.34 Collisions driven by elec-
trostatic fields deliver energy to the chemical system causing
an elevated effective ion temperature. Moreover, the ion ve-
locity distribution becomes non-Maxwellian due to the direc-
tional character of electrostatic fields, hence only an effective
temperature can be estimated.28 For cluster ions the dissocia-
tion threshold is comparatively low. The “critical” pressure re-
gion is located between low pressures where not enough col-
lision partners are present (10−5 hPa8) and pressures, where
the mean free path becomes too short for sufficient accel-
eration. This region is exploited for analytical purposes in
the MS/MS experiments as well for its efficient decluster-
ing. However, moderate fields are also a viable tool for study-
ing the composition of ion-bound clusters. For simplification
the above mentioned processes are summarized as collision-
induced dissociation.
B. Results
The transfer stage of the present setup has been opti-
mized to minimize CID processes when in “thermal sampling
mode”. This was shown experimentally (cf., e.g., Fig. 4). In
addition, controlled CID experiments for the different pres-
sure regimes were performed. By applying voltages to the
electrodes in the respective pumping stages changes in the
cluster size distribution were monitored. All CID experiments
shown here were performed with a water mixing ratio of 0.12
vol.%. The pumping stage downstream of the capillary was
held at a pressure of 10 hPa, resulting in a background pres-
sure of 10−3 hPa in the following pumping stage. CID at 10
hPa was driven with a potential at the capillary tip and with
grounded skimmers. The applied field gradient between the
capillary and skimmer 1 was varied from 0 to 950 V/cm. Due
to the short mean free path relatively high voltage gradients
are required to induce the CID processes. At field gradients of
330–475 V/cm the maximum of the water cluster distribution
was reduced from n = 4 to n = 3. A field gradient of 1000
V/cm resulted in a water cluster distribution with the size of n
= 0. . . 2, with a maximum intensity at n = 2.
CID at 10−3 hPa was driven with a grounded skimmer 2
and the same elevated potential at the capillary tip and skim-
mer 1. The gas density is much lower, thus much lower volt-
ages are required to drive the CID processes in this pressure
region. Without electrostatic fields the ions spend less than
100 μs between the skimmers with a mean free path higher
than the distance between the nozzles. At this pressure, favor-
able CID field gradients are in the range of 0 to 10 V/cm. The
reduction of the cluster size with the potential between the
skimmers is shown in Fig. 10. Below 1.25 V/cm no apprecia-
FIG. 10. Relative intensity of the measured water clusters as a function of
the different CID voltages between the two skimmers.
ble CID effects have been recorded. At field gradients exceed-
ing 8 V/cm the first [M − H]+ toluene fragments as well as
the production of N+2 ions have been observed. At field gradi-
ents of 17 V/cm these peaks show intensities that are equal to
those of the toluene [M]+ peak. It is reasonable to assume that
higher field gradients are reached at the sharp skimmer tip, as
judged from the observed nitrogen ion signals.
Without electrostatic fields present it is possible to record
radical cation multimers as well as ion bound clusters. These
multimers and clusters are obviously present in the ion source.
An example is the toluene radical cation dimer which is eas-
ily decomposed using electrical fields of the order of 16 V/cm
(cf. Fig. 11). For measurements of the toluene spectra the dis-
tance between the capillary and skimmer 1 has been increased
to the maximum allowed by the construction (6 cm) such that
it gives the toluene time to equilibrate. Measurements with
a distance of 1 cm between the capillary and skimmer 1 un-
der similar conditions shows no significant difference. Mov-
ing the capillary gives an idea of the magnitude of the reac-
tion rates involved. The convergence with increasing distance
between capillary and skimmer shows that a equilibrium is
reached. However, rate constants and nucleation rates of the
toluene multimers that are produced during the second ex-
pansion are not found in the literature and thus it cannot be
checked for nucleation. Ernstberger et al.35 measured a dis-
sociation energy of 660 meV for the toluene radical cation
dimer indicating that the dimer is stable under the conditions
in the ion source. Because no bigger toluene clusters were
measured we are certain that we are very close to the thermal
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FIG. 11. Mass spectrum of toluene at thermal sampling conditions (top) and
16 V/cm (bottom). The pressure after the capillary is 15 hPa and the mixing
ratio of toluene is 480 ppm.
equilibrium toluene cluster distribution as long as no other
nucleation processes are involved.
VI. INSTRUMENT OPTIMIZATION
In this section, we briefly illustrate the changes imple-
mented for the second generation instrument. These changes
mainly address an improved ion transfer within the pumping
stage between the skimmers. The measurements discussed so
far were performed with the first generation instrument.
The two skimmer assembly has been replaced by a skim-
mer orifice plate assembly (Fig. 12). The orifice of skimmer
1 has been reduced to 0.6 mm to reduce the terminal tem-
perature in the expansion, thus increasing the pressure and
concentration range for the thermal sampling mode. Skimmer
2 was substituted by an orifice plate (ID 2 mm). The orifice
plate is isolated using a ceramic mount and may be biased.
An additional plate electrode mounted between the first skim-
mer and the orifice plate creates a lens assembly. The plate
electrode is made of stainless steel with a 1 cm inner diame-
FIG. 12. A schematic drawing of the skimmer orifice plate assembly.
ter. The distance between the orifice plate and the lens plate
is 23.1 mm.
Using skimmers results in a sharp electrostatic field gra-
dient as discussed in Sec. V B. Such field gradients cause,
for example, the ionization of N2 with only a 15 V potential
difference between the two skimmers of the 1st generation
assembly. Measurements with the new assembly caused no
ionization of N2 with a potential difference of up to 30 V over
a similar distance.
Compared to the second generation set-up, with no elec-
trostatic fields present, the two skimmer assembly in the first
generation shows that the transmission is a factor 2–4 times
better. However, less than a factor of 5 can be gained in the
first generation when electrostatic fields are applied to the
skimmers during the thermal sampling mode but before con-
siderable CID processes are invoked. The skimmer orifice
nozzle assembly demonstrates a greatly improved ability to
focus ions. Without changes in the cluster distribution, i.e.,
in “thermal sampling mode,” a factor of approximately 20
is gained by applying a small potential between the skim-
mer and the nozzle. This factor increases to approximately 50
(as compared to grounded electrodes) when voltages are in-
creased further, however, at the expense of CID, as indicated
by the change in the cluster distribution. These results show
that combining electrostatic and fluid dynamic simulations in
this region will help to further improve the ion transmission
efficiency. Poor signal intensities of skimmer assemblies have
also been observed earlier, see, e.g., Bruins et al.8
To ensure that no CID occurs in the region downstream
of the orifice plate we compared measurements under other-
wise identical conditions but using different orifice diameters.
These measurements showed no changes in the cluster distri-
bution with orifice diameters of 2, 1, and 0.5 mm.
VII. CONCLUSION
The transfer stage of the mass spectrometer has been de-
veloped, optimized, and characterized for the measurement of
the cluster distributions that closely resemble those in the API
source.
The inlet is designed to have the ability to vary important
experimental parameters, e.g., the various electrostatic fields
present. For example, the distance and the pressure between
the first nozzle and the inlet capillary can be adjusted for op-
timal sampling. The distance between the first nozzle and the
inlet capillary needs to be large enough to re-equilibrate the
cluster distribution after the Mach disk of the first expansion.
The partial vapor pressure of the neutral cluster ligands, e.g.,
water, should be a low enough value such that the cluster
species can be mass spectrometrically detected without no-
ticeable nucleation. Critical parameters for the measured clus-
ter distribution have been identified and compared with a ther-
modynamic model, demonstrating that the cluster distribution
is thermally equilibrated.
The transfer stage offers the opportunity to study the pro-
cesses during the expansion. Additionally, it can implement or
not implement CID for the analysis of the cluster composition
in the thermal sampling mode.
 This article is copyrighted as indicated in the article. Reuse of AIP content is subject to the terms at: http://scitationnew.aip.org/termsconditions. Downloaded to IP:
134.94.122.141 On: Wed, 19 Feb 2014 12:25:26
014102-10 Albrecht et al. Rev. Sci. Instrum. 85, 014102 (2014)
The inlet capillary can be combined with most AP ion
sources. The mass spectrometer has no mass discriminating
RF optics and thus can measure low mass to charge ratios.
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